Anyone entering either lab must have proper face covering. Gloves should be fresh and disposed of when leaving lab.

Disinfection will be done daily by Claudia or Bridget.

Each user should also disinfect the analytical instrument and attached computer equipment after use.

Disinfection protocol will be listed in room and 70% isopropanol will be available for use.

MQ Water User only

Users must wear proper face covering

Users should enter through door directly next to MQ system. This is accessed through anteroom door.

Users must sign log specific to MQ system which will be posted nearby.